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Summary 
Lightguide A 

2 

  Valor Nominal 20,574 21,641 20,968   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

A-1 TRUE 20,449 21,613 20,978   13,082 13,540 13,085   80,098 FALSE aceptada 

A-2 TRUE 20,472 21,613 20,936 13,123 13,527 13,106   80,134 0,007 aceptada 

A-3 TRUE 20,461 21,649 20,977 13,119 13,557 13,136   80,129 0,002 aceptada 

A-13 TRUE 20,542 21,600 20,933 13,158 13,603 13,157   79,950 FALSE aceptada 

A-14 TRUE 20,538 21,579 20,921 13,230 13,647 13,211   80,077 FALSE aceptada 

A-15 TRUE 20,625 21,713 21,025 13,305 13,760 13,315   80,154 0,027 aceptada 

A-17 TRUE 20,641 21,702 21,008 13,318 13,746 13,314   80,194 0,067 aceptada 

A-18 TRUE 20,630 21,722 21,034 13,252 13,708 13,300   80,204 0,077 aceptada 

A-21 TRUE 20,618 21,694 20,990   13,291 13,742 13,292   80,166 0,039 aceptada 

                      

Rechazadas 0 

Aceptadas 9 



Summary 
Lightguide B 

3 

Valor Nominal 20,574 22,311 21,638   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

B-1 TRUE 20,503 22,389 21,731   13,133 13,675 13,235   80,150 0,023 aceptada 

B-2 TRUE 20,548 22,365 21,686 13,147 13,624 13,158   80,103 FALSE aceptada 

B-13 TRUE 20,531 22,212 21,560 13,121 13,567 13,139   79,960 FALSE aceptada 

B-15 TRUE 20,641 22,336 21,654 13,289 13,715 13,272   80,156 0,029 aceptada 

B-16 TRUE 20,626 22,379 21,696 13,242 13,762 13,331   80,156 0,029 aceptada 

B-17 TRUE 20,634 22,373 21,693 13,290 13,729 13,303   80,155 0,028 aceptada 

B-18 TRUE 20,617 22,356 21,674 13,268 13,722 13,295   80,151 0,024 aceptada 

B-19 TRUE 20,602 22,360 21,668 13,261 13,744 13,302   80,156 0,029 aceptada 

B-20 TRUE 20,623 22,334 21,668 13,296 13,726 13,326   80,164 0,037 aceptada 

B-21 TRUE 20,582 22,294 21,602   13,253 13,658 13,126   80,158 0,031 aceptada 

                      

Rechazadas 0 

Aceptadas 10 



Summary 
Lightguide C 

4 

  Valor Nominal 20,574 22,987 22,314   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

C-13 TRUE 20,559 22,984 22,320   13,176 13,678 13,202   80,068 FALSE aceptada 

C-14 TRUE 20,515 22,900 22,252 13,190 13,578 13,140   80,070 FALSE aceptada 

C-15 TRUE 20,609 22,995 22,331 13,263 13,707 13,272   80,155 0,028 aceptada 

C-16 TRUE 20,674 23,020 22,355 13,311 13,725 13,280   80,074 FALSE aceptada 

C-17 TRUE 20,594 22,989 22,344 13,261 13,706 13,281   80,178 0,051 aceptada 

C-18 TRUE 20,594 22,980 22,344 13,259 13,697 13,310   80,185 0,058 aceptada 

C-19 TRUE 20,649 22,990 22,320 13,308 13,718 13,264   80,188 0,061 aceptada 

C-20 TRUE 20,658 22,998 22,348 13,284 13,746 13,284   80,202 0,075 aceptada 

C-21 TRUE 20,624 23,020 22,348 13,289 13,740 13,300   80,190 0,063 aceptada 

C-22 TRUE 20,622 22,990 22,320   13,293 13,724 13,264   80,116 FALSE aceptada 

                      

Rechazadas 0 

Aceptadas 10 



Summary 
Lightguide D 

5 

  Valor Nominal 20,574 23,658 22,984   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

D-2 TRUE 20,509 23,725 23,059   13,177 13,638 13,193   80,168 0,041 aceptada 

D-3 TRUE 20,449 23,581 22,917 13,133 13,529 13,121   80,141 0,014 aceptada 

D-5 TRUE 20,481 23,667 23,017 13,095 13,595 13,160   80,161 0,034 aceptada 

D-6 TRUE 20,453 23,619 22,957 13,123 13,559 13,117   80,070 FALSE aceptada 

D-13 TRUE 20,529 23,576 22,933 13,105 13,547 13,190   80,110 FALSE aceptada 

D-14 TRUE 20,479 23,578 22,893 13,146 13,614 13,173   80,134 0,007 aceptada 

D-15 TRUE 20,599 23,625 22,959 13,285 13,705 13,266   80,152 0,025 aceptada 

D-17 TRUE 20,637 23,639 22,948 13,302 13,696 13,283   80,102 FALSE aceptada 

D-20 TRUE 20,654 23,644 23,006 13,253 13,646 13,236   80,192 0,065 aceptada 

D-22 TRUE 20,674 23,714 23,042   13,312 13,746 13,298   80,188 0,061 aceptada 

                      

Rechazadas 0 

Aceptadas 10 



Summary 
Lightguide E 

6 

  Valor Nominal 20,574 24,343 23,670   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

E-3 TRUE 20,494 24,327 23,673   13,129 13,614 13,193   80,089 FALSE aceptada 

E-4 TRUE 20,501 24,337 23,658 13,166 13,525 13,115   80,007 FALSE aceptada 

E-5 TRUE 20,477 24,335 23,672 13,131 13,571 13,179   80,078 FALSE aceptada 

E-13 TRUE 20,495 24,277 23,624 13,112 13,557 13,148   80,116 FALSE aceptada 

E-14 TRUE 20,636 24,241 23,587 13,238 13,572 13,144   80,125 FALSE aceptada 

E-16 TRUE 20,580 24,290 23,646 13,205 13,646 13,156   80,154 0,027 aceptada 

E-17 TRUE 20,607 24,308 23,654 13,268 13,718 13,272   80,170 0,043 aceptada 

E-18 TRUE 20,641 24,324 23,664   13,254 13,620 13,182   80,134 0,007 aceptada 

                      

Rechazadas 0 

Aceptadas 8 



Summary 
Lightguide F 

7 

  Valor Nominal 20,574 25,019 24,346   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

F-14 TRUE 20,530 24,992 24,260   13,211 13,669 13,234   80,174 0,047 aceptada 

F-15 TRUE 20,651 25,004 24,317 13,329 13,680 13,233   80,097 FALSE aceptada 

F-16 TRUE 20,615 24,980 24,321 13,289 13,654 13,265   80,140 0,013 aceptada 

F-17 TRUE 20,620 24,997 24,308 13,270 13,732 13,244   80,123 FALSE aceptada 

F-18 TRUE 20,612 25,014 24,333 13,280 13,716 13,295   80,166 0,039 aceptada 

F-19 TRUE 20,660 25,010 24,362 13,314 13,722 13,302   80,180 0,053 aceptada 

F-21 TRUE 20,647 25,008 24,336 13,296 13,696 13,250   80,180 0,053 aceptada 

F-22 TRUE 20,632 25,036 24,384   13,242 13,656 13,252   80,186 0,059 aceptada 

                      

Rechazadas 0 

Aceptadas 8 



Summary 
Lightguide G 
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  Valor Nominal 24,638 25,832 25,026   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

G-13 TRUE 24,586 25,772 24,950   13,212 13,585 13,176   80,310 0,183 rechazada 

G-14 TRUE 24,672 25,877 25,065 13,238 13,686 13,262   80,166 0,039 aceptada 

G-16 TRUE 24,655 25,843 25,037 13,263 13,726 13,305   80,152 0,025 aceptada 

G-17 TRUE 24,652 25,866 25,044 13,318 13,736 13,293   80,110 FALSE aceptada 

G-18 TRUE 24,688 25,840 25,050 13,255 13,708 13,314   80,138 0,011 aceptada 

G-19 TRUE 24,715 25,882 25,076 13,237 13,684 13,234   80,160 0,033 aceptada 

G-20 TRUE 24,710 25,872 25,080 13,192 13,624 13,224   80,130 0,003 aceptada 

G-21 TRUE 24,719 25,858 25,086 13,239 13,666 13,246   80,140 0,013 aceptada 

G-22 TRUE 24,697 25,898 25,092   13,303 13,767 13,319   80,184 0,057 aceptada 

                      

Rechazadas 1 

Aceptadas 8 



Summary 
Lightguide H 

9 

  Valor Nominal 24,638 26,629 25,824   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

H-5 TRUE 24,514 26,675 25,834   13,147 13,595 13,109   80,070 FALSE aceptada 

H-13 TRUE 24,602 26,640 25,828 13,161 13,651 13,263   80,070 FALSE aceptada 

H-14 TRUE 24,656 26,654 25,852 13,224 13,717 13,251   80,165 0,038 aceptada 

H-15 TRUE 24,713 26,649 25,809 13,325 13,698 13,261   80,079 FALSE aceptada 

H-16 TRUE 24,710 26,656 25,810 13,290 13,718 13,255 80,106 FALSE aceptada 

H-17 TRUE 24,721 26,626 25,768 13,250 13,574 13,160   80,142 0,015 aceptada 

H-18 TRUE 24,673 26,689 25,875 13,230 13,712 13,275   80,135 0,008 aceptada 

H-20 TRUE 24,675 26,648 25,826 13,284 13,754 13,274   80,184 0,057 aceptada 

H-21 TRUE 24,720 26,618 25,840 13,294 13,640 13,244   80,163 0,036 aceptada 

H-22 TRUE 24,686 26,626 25,842   13,221 13,615 13,254   80,169 0,042 aceptada 

                      

Rechazadas 0 

Aceptadas 10 



Summary 
Lightguide J 
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  Valor Nominal 24,638 27,442 26,636   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

J-7 TRUE 24,514 27,364 26,521   13,173 13,648 13,198   80,075 FALSE aceptada 

J-13 TRUE 24,532 27,383 26,563 13,101 13,616 13,193   80,070 FALSE aceptada 

J-14 TRUE 24,631 27,342 26,551 13,212 13,569 13,154   80,070 FALSE aceptada 

J-16 TRUE 24,715 27,470 26,671 13,326 13,700 13,258   80,161 0,034 aceptada 

J-17 TRUE 24,639 27,428 26,68   13,248 13,713 13,278   80,127 FALSE aceptada 

J-18 TRUE 24,713 27,469 26,688   13,246 13,656 13,223   80,126 FALSE aceptada 

J-19 TRUE 24,726 27,484 26,692 13,265 13,678 13,282   80,067 FALSE aceptada 

J-21 TRUE 24,739 27,436 26,639   13,277 13,6 13,217   80,072 FALSE aceptada 

                      

Rechazadas 0 

Aceptadas 8 



Summary 
Lightguide K 
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  Valor Nominal 24,638 28,245 27,438   13,208 13,640 13,208   80,000 Delta over +/-0.127 Aceptada/Rechazada 

  Cota A Cota B Cota C alpha Cota D Cota E Cota G beta Cota F     

K-1 TRUE 24,524 28,280 27,469   13,174 13,622 13,186   79,950 FALSE aceptada 

K-2 TRUE 24,588 28,268 27,504 13,240 13,587 13,175   79,950 FALSE aceptada 

K-3 TRUE 24,541 28,272 27,449 13,198 13,586 13,126   79,950 FALSE aceptada 

K-13 TRUE 24,610 28,179 27,379 13,197 13,594 13,158   80,122 FALSE aceptada 

K-14 TRUE 24,620 28,243 27,442 13,222 13,692 13,257   80,097 FALSE aceptada 

K-15 TRUE 24,702 28,284 27,470 13,298 13,732 13,282   80,089 FALSE aceptada 

K-16 TRUE 24,630 28,249 27,418 13,200 13,707 13,237   80,058 FALSE aceptada 

K-17 TRUE 24,658 28,218 27,430 13,278 13,652 13,256   80,080 FALSE aceptada 

K-18 TRUE 24,662 28,250 27,457   13,298 13,657 13,238   79,917 FALSE aceptada 

                      

Rechazadas 0 

Aceptadas 9 



Task 

• Track of each light guide by number. 

• Fit the go-nogo template from Jlab. 
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Task 

• Measurement machine. 
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Task 

• Measurement machine. 

14 


